Errors incurred in programming a fully adjustable articulator with a pantograph.
The ability of experienced and inexperienced dentists to follow graphic tracings of known value was compared. The mean differences from known values were low for the settings of condylar inclination, progressive side shift, and immediate side shift. Errors were high in both groups when the parameters of the top wall and rear wall were evaluated. Further work is necessary to determine the clinical significance of these errors.